Background: The purpose of this study was to compare the cyclic fatigue resistance of newly developed TruNatomy instruments (TRN) in single and double (S-shaped) curvature canals with HyFlex CM (HCM), Vortex Blue (VB) and RaCe (RC) instruments. Methods: Size 20/.04 taper and size 25/0.04 of HCM, VB and RC were used. For TRN instruments, size 20/.04 taper (small) and size 26/.04 taper (prime) were used. The instruments were tested in artificial canals with double curvature (coronal curve; 60°curvature, 5 mm radius and apical curve; 70°curvature and 2 mm radius) and single curvature (60°curvature, 5 mm radius). The number of cycles to failure (NCF) was recorded. Data were statistically analyzed by Kruskal-Wallis and Dunn's multiple comparison tests. Weibull analysis was performed on NCF data. Statistical significant was set at p < 0.05. Results: TRN and HCM revealed higher NCF compared with the other instruments for both tested sizes in single and double curvature canals (p < 0.05). TRN and HCM showed no statistically significant difference in the NCF (p > 0.05). The probability of survival was higher for HCM and TRN instruments than VB and RC instruments. Conclusions: HCM and TRN instruments were more resistant to cyclic fatigue than VB and RC instruments in single and double curvature canals. HCM and TRN instruments were anticipated to survive with higher number of cycles than the other tested instruments. RC instrument had the lowest fatigue resistance than the other instruments.
Background
In recent years, various thermomechanical treatments of nickel-titanium (NiTi) alloys have been developed to enhance the mechanical properties and clinical performance of NiTi rotary instruments [1] [2] [3] . Thermal processing is considered one of the most effective approaches to modify the transition temperatures of NiTi alloys [1, 4] . It has been reported that alterations in the transformation behavior through heat treatment were effectual enhancing the flexibility and fatigue resistance of NiTi endodontic instruments [2, [5] [6] [7] .
HyFlex CM instruments (HCM) (Coltène-Whaledent, Altstätten, Switzerland) are manufactured using a distinctive method to control material memory through a complex heating and cooling treatment [4] . It has been reported that this heat-treated alloy, together with the distinctive design characteristics of the instruments, enhances the flexibility of the instruments but without the shape memory of conventional superelastic forms of NiTi alloy [8] [9] [10] . Consequently, the controlled memory (CM) NiTi instruments allow better maintenance of the original canal curvature and improved the efficacy of instruments in root canal treatment [9, 11] .
Vortex Blue instrument (VB) (Dentsply Sirona, Ballaigues, Switzerland) is another system that controls the shape memory of NiTi alloy which improved the fatigue resistance of the instrument [2, 7, 12] . The manufacturing of VB is based on a proprietary Blue technology that forms a blue oxide layer on the surface of the instrument. The blue titanium oxide layer of VB is supposed to enhance the cutting efficiency and wear resistance of the instrument [1, 2, 7, 13] . The Blue technology allows the instrument to reach the martensitic phase during clinical treatment that enhances the fatigue resistance compared with the other instruments which are mainly in the more rigid austenitic phase [14] . RaCe (RC; FKG Dentaire, La Chaux-de-Fonds, Switzerland) is an electropolished instrument that is manufactured from a conventional NiTi alloy [15] . The RC instruments have sharp cutting edges to enhance efficiency and alternating cutting edges to remove screwing [16] . Fracture of NiTi rotary instruments is occurred by either flexural or torsional fatigue [17, 18] . Most of the teeth have curved canals, not only in one but in several orientations and different planes. Double curvatures (S-shaped) root canals can be troublesome and challenging during root canal instrumentation [3] . It has been reported that the fatigue resistance of NiTi instruments in double curvature canals was lower than in single curvature canals [3, 19] . Decreasing the probability of NiTi rotary instruments fracture has been one of the main aims of manufacturers in order to enhance safety by using innovative manufacturing processes [20] .
Recently, TruNatomy instruments (TRN) (Dentsply Sirona) has been developed as a novel type of heat-treated NiTi instrument with a special design. The TRN shaping instruments are provided in three different sizes which are small (size 20/.04 taper), prime (size 26/.04 taper) and medium (size 36/.03 taper). It has been claimed by the manufacturer that the three shaping instruments of TRN provide a slim shaping which enhances the debridement due to more space is available by this unique design of the instrument. The slim NiTi wire design is 0.8 mm instead of up to 1.2 mm of the most other variable tapered instruments. The TRN instruments are off-centred The TRN instruments are off-centred parallelogram cross-section design [21] . It was manufactured by using a special NiTi heat-treated wire that supposed to enhance the flexibility of the instrument. It had been reported that the TRN instruments preserve the structural dentine and tooth integrity due to instrument geometry, regressive tapers and the slim design, along with the heattreatment of the NiTi alloy [21, 22] . There is no data available on the fatigue resistance of TRN instruments. Consequently, the purpose of the present study was to compare the resistance to cyclic fatigue of newly developed TRN in artificial single and double (S-shaped) curvature canals with other NiTi rotary instruments.
Methods

Cyclic fatigue resistance
Four NiTi rotary instruments with two different sizes were selected for this study. Size 20/.04 taper and size 25/.04 of HCM, VB and RC were used. For TRN instruments, size 20/.04 taper (small) and size 26/.04 taper (prime) were used. A total of 120 instruments for each system were divided into two groups (n = 60/group) according to the size of the instrument. Then, each group subdivided into two subgroups (n = 30/group) according to the curvature of the canals (single or double). All instruments were subjected to cyclic fatigue testing using a custom-made stainless steel block containing double curvature canal (60°coronal curvature with a 5 mm radius and an apical 70°curvature with a 2 mm radius) and single curvature canal (60°curvature with a 5 mm radius) ( Fig. 1 ) which had been used in previous studies [3, 12, 19] . The instruments were operated in the X-Smart motor (Dentsply Sirona, York, PA, USA) with each specified speed and torque according to the manufacturer. The cyclic fatigue test was performed with instruments immersed in saline at 37 ± 1°C. For each instrument, the number of cycles to fracture (NCF) was calculated. The NCF was calculated by multiplying the time recorded in minutes by the recommended motor speed. The fracture length of each instrument fragment was measured. The fractured surface of representative specimens was examined using a scanning electron microscope (SEM) (Stereoscan 260; Cambridge Instruments, Cambridge, UK).
Statistical analysis
The normality of the data distribution and the homogeneity of variances were tested using Kolmogorov-Smirnov and Levene tests. The data showed a nonparametric distribution. The NCF and the fractured fragment length data were statistically analyzed by Kruskal-Wallis and Dunn's multiple comparison tests. The Mann-Whitney test was performed between the data of different sizes of the same instrument. The statistical analysis was performed by using SPSS 20 software (SPSS Inc., Fig. 1 Schematic illustration of cyclic fatigue testing device. The instruments were immersed in saline during testing at 37 ± 1°C. The handpiece was held by a jig during testing Chicago, IL, USA). The level of significance was set at p < 0.05. Weibull analysis was performed on NCF data [23] [24] [25] . Table 1 showed the data of NCF and fragment length for TRN, HCM, VB and RC instruments. All the instruments showed significantly higher NCF values for size 20/.04 than size 25/.04 in the same curvature (p < 0.05). The instruments fractured first in the apical curvature then in the coronal curvature in the double curved canal. TRN and HCM revealed significantly higher NCF compared with the other instruments for both tested sizes in single and double curvature canals (p < 0.05). VB had significantly higher NCF than RC for both tested sizes (p < 0.05). TRN and HCM showed no significant difference in the NCF (p > 0.05). The RC instruments had significantly the lowest NCF values compared with other instruments (p < 0.05). There was no significant difference in the fragment length value in all groups (p > 0.05). The mean length of broken fragments in single and coronal curvature canals was significantly longer than that of fragments in the apical double curvature canal (p < 0.05).
Results
The SEM images of broken segments in the double curvature canal are presented in Fig. 2 . All the instruments showed the ductile fracture of cyclic fatigue failure. TRN instrument showed a parallelogram crosssection design while HCM instruments revealed a square cross-section design ( Fig. 2a and b; respectively) . On the other hand, VB and RC instruments revealed triangular cross-section design ( Fig. 2c and d; respectively) .
The data of Weibull modulus (m), correlation coefficient (R 2 ), characteristic strength (σ 0 ) and predicted cycles for 99% survival for the NCF data for each group are presented in Table 2 . The cumulative probability of survival plots for the NCF data of the tested instruments are presented in Fig. 3 . The instruments with size 20/.04 taper (Fig. 3a-c) revealed higher reliability than instruments with a size 25/.04 taper (Fig. 3d-f ). HCM and TRN instruments showed higher reliability compared with VB and RC instruments. The predicted cycles for 99% survival of instruments tested in single curvature were higher than the instruments tested in the double curvature canal ( Table 2 ).
Discussion
Various factors can affect the fracture resistance of NiTi rotary instruments including alloy composition, manufacturing methods, cross-sectional geometry and flute design [26, 27] . Thermomechanical technology is commonly used for improving the microstructure and transformation behaviors of NiTi instruments in order to enhance the performance of instruments during root canal shaping including the cyclic fatigue resistance [28, 29] . In the present study, HCM and TRN instruments showed greater cyclic fatigue resistance than VB and RC instruments. HCM instruments are manufactured from CM heat-treated alloy that controls the instrument memory [4] , which allows superior maintenance of the original canal curvature and enhanced the efficiency of the instrument in root canal preparation [9, 11] . HCM instruments are characterized by a triangular cross- [30] as in the present study (Fig. 2b) . The newly developed TRN instruments are manufactured from heat-treated NiTi alloy that supposed to enhance the flexibility and fatigue resistance of the instrument [22] . TRN instruments revealed a parallelogram cross-section design (Fig. 2a ) while HCM showed a square cross-section design (Fig. 2b) . Both HCM and TRN instruments revealed enhanced fatigue resistance with no significant difference between them. This finding could be attributed to the manufacturing process as HCM and TRN instruments are manufactured from heat-treated NiTi alloy. The thermomechanical treatment of endodontic instruments produced instrument with different austenite finishing temperature (Af), which affects the mechanical properties especially the fatigue resistance and bending properties [31, 32] . The heat treatment of HCM instrument is based on shifting the austenite/martensite transition temperature so that a stable martensitic microstructure is obtained at body temperature [32] . Although HCM and VB instruments are manufactured from heat-treated NiTi alloy, the HCM instrument had a higher fatigue resistance. It had been reported that VB instruments had a higher degree of austenite than HCM instruments at body temperature [33] . It could be postulated that HCM and TRN instruments might be used more safely in curved canals with double curvature due to their superior fatigue resistance. TRN instruments revealed higher fatigue resistance than VB and RC instruments. This finding could be attributed to the special heat treatment of the alloy and the design of the instruments that enhanced fatigue resistance. Heat treatment of the alloy enhances the arrangement of the crystal structure, which might improve the flexibility and strength of the NiTi instruments [10] . In addition, heat treatments of NiTi instruments during or after the manufacturing process reducing the internal stress and surface defects due to the grinding process [10] .
VB instruments showed superior fatigue resistance than RC instruments. VB instrument is manufactured from NiTi Blue alloy with a reduced shape memory characteristic which improved the fatigue resistance of the instrument [2, 7, 12] . On the other hand, the RC instrument is manufactured from conventional NiTi alloy that influenced the fatigue resistance of the instrument [2, 12] . RC instruments revealed the lowest fatigue resistance among the tested instruments.
The double curvature canals (S-shaped) created more stress on NiTi rotary instruments than in single curvature canals, and consequently, the instruments fractured due to cyclic fatigue [12, 19, 29] . The S-shaped canal is one of the most challenging conditions in clinical situations during root canal instrumentation with NiTi rotary instruments [19] . In many cases, the double curvatures are not detected in conventional radiographs; consequently, the clinician should be cautious of this probability and continue carefully during root canal instrumentation [3] . In the double curvature canal, the instruments fractured first in the apical curvature followed by the coronal curvature. This finding could be attributed to the abrupt curvature in the apical area with a 2 mm radius compared with the coronal curvature with a 5 mm radius, which is in agreement with the previous studies [3, 19, 34] . There was no significant difference in the mean length of the broken fragments of tested instruments in the same curvature. The instruments fractured at or just below the centre of curvature, which is in agreement with the previous studies [3, 12, 34] .
The Weibull analysis revealed that the instruments with size 20/.04 taper revealed higher reliability than instruments with size 25/.04 taper. The instruments tested in a single curvature canal revealed higher predicted cycles for 99% survival compared with instruments tested in the double curvature canal. The probability of survival was higher for HCM and TRN instruments than VB and RC instruments. RC instruments had the lowest predicted number of cycles compared with the other groups. Weibull analysis is an appropriate method to predict the survival probability of NiTi rotary instruments [24, 35] .
Conclusions
HCM and TRN had superior fatigue resistance than VB and RC in single and double curvature canals. HCM and TRN instruments were anticipated to survive with higher number of cycles than the other tested instruments. RC had the lowest fatigue resistance than other instruments. 
